**Core tip:** Endoscopic retrograde cholangiopancreatography (ERCP) is one of the most frequently performed image-guided procedures in gastrointestinal endoscopy. Among several quality measures of endoscopic procedures, including ERCP, radiation exposure is still not well documented. In the general population, medical radiation exposure is of great concern because of its rapid increase and potential carcinogenesis. International organizations have established diagnostic reference levels for proper use, which are now global standards. Therefore, radiation exposure represents the next quality indicator for ERCP. We must understand the adverse effects, the requirements for protection and other influencing factors. This knowledge will help us to protect patients, medical staff and endoscopists.

INTRODUCTION
============

Endoscopic retrograde cholangiopancreatography (ERCP) is one of the most frequently used image-guided procedures in gastrointestinal endoscopy. Post-ERCP pancreatitis (PEP) is a major concern, and prophylaxis, cannulation and other related technical procedures have been well documented by endoscopists. Thus, many studies and guidelines have been reported for ERCP. Recently, the quality of endoscopic procedures has been a key focus in gastrointestinal endoscopy with the aim of promoting the best procedures. Generally, quality indicators for endoscopic procedures are assessed at three time points: preprocedure, intraprocedure and postprocedure\[[@B1]\].

Radiation exposure during these procedures seems to be of less concern; such exposure is not well documented, and little data on this topic has been collected to date\[[@B2]\]. However, in the general population, medical radiation exposure is of great concern because of its rapidly increasing frequency and its potential carcinogenic effects, which can be evaluated based on the linear no-threshold model\[[@B3]-[@B6]\]. International organizations, such as the International Commission on Radiological Protection (ICRP), the International Atomic Energy Agency, and the United Nations Scientific Committee on the Effects of Atomic Radiation and radiological societies have attempted to keep medical radiation exposure as low as reasonably achievable (ALARA) by establishing diagnostic reference levels (DRLs)\[[@B7],[@B8]\].

The concept of DRLs was first introduced by ICRP 73\[[@B9]\], and ICRP 103 and ICRP 105 emphasized the important role of DRLs as a tool for optimizing patient protection during diagnostic procedures\[[@B8],[@B10]\]. ICRP 135 recommends that all individuals who are involved in subjecting a patient to a medical exposure should be familiar with the DRL process as a tool for optimizing protection\[[@B11]\]. Currently, the DRL is the global standard for all procedures that use ionizing radiation. The DRL guidelines have been updated in each region by each radiological society. However, there is still not enough data available on radiation exposure for gastrointestinal fluoroscopic procedures, such as ERCP, interventional *endoscopic ultrasound*, small bowel endoscopy, and enteral stent placement, which are still being developed and have recently been used with increasing in frequency.

In this review, we present the current status of quality indicators for ERCP, including the affiliated fluoroscopic procedures, especially in terms of medical radiation and DRLs. Then, we discuss how to approach radiation exposure management for this image-guided procedure, which is inherently complex\[[@B12]\].

EXISTING QUALITY INDICATORS AND WHAT WE NEED TO KNOW NOW
========================================================

ERCP is the major image-guided, high-risk procedure in gastrointestinal endoscopy, and its objective has changed from diagnostic to therapeutic purposes\[[@B13]\]. ERCP has various therapeutic applications, and although these applications are relatively less invasive than the previously employed surgical procedures, they are more invasive than the previous applications of ERCP\[[@B14]\]. Therefore, gastrointestinal societies have set guidelines for ERCP and tried to improve the quality of the procedure\[[@B1]\]. The American Society for Gastrointestinal Endoscopy (ASGE) refers to quality indicators in the following three categories: (1) indication, sedation and informed consent are preprocedure quality indicators; (2) cannulation, the procedure success rate, the radiation dose and fluoroscopy time are intraprocedure quality indicators; and (3) reporting and adverse events are postprocedure quality indicators\[[@B1]\]. Among these quality indicators, indication is one of the most important factors for avoiding unnecessary procedures. PEP is a major adverse event and can become life threatening\[[@B15]-[@B17]\]. Selective deep cannulation is an important component of successful ERCP and is also related to PEP\[[@B18]\]. There are, however, few statements about radiation exposure as a quality indicator.

Among the quality indicators for ERCP, the ASGE recommends that the fluoroscopy time and radiation dose be measured and emphasizes reducing patient exposure according to the ALARA principle, but no numerical levels are provided (Table [1](#T1){ref-type="table"}). The European Society of Gastrointestinal Endoscopy (ESGE) provided specific numerical levels of radiation exposure for ERCP in its guidelines for radiation protection in digestive endoscopy in 2012; the recommended entrance skin dose (ESD) was 55-347 mGy, and the recommended kerma-area product (KAP) was 3-333 Gy.cm^2^ based on six previous reports that included a total of 608 procedures\[[@B19]-[@B25]\]. The ESGE, however, has also commented that the available information regarding DRLs for ERCP is limited\[[@B2]\].

###### 

Dose metrics and units for radiation exposure during endoscopic retrograde cholangiopancreatography or other image-guided procedures from each society and the associated diagnostic reference levels

  **Society**                                          **Year**       **Procedure**                 **Numerical number**   **Metric**       **Unit**
  ---------------------------------------------------- -------------- ----------------------------- ---------------------- ---------------- ----------
  ESGE\[[@B2]\]                                        2012           ERCP                          55-347                 ESD              mGy
  3-333                                                KAP            Gy.cm^2^                                                              
  ASGE\[[@B1]\]                                        2015           ERCP                          Not listed             Radiation dose   mGy
                                                       FT                                                                                   
  ASGE-DDW supplement\[[@B39]\]                        2018           ERCP                          Not listed             Dose RP          mGy
                                                       DAP            μGy.m^2^                                                              
                                                       Dose rate      mGy/min                                                               
  Japan DRLs\[[@B32]\]                                 2015           IVR                           20                     Dose rate        mGy/min
  EC DRLs\[[@B30]\]                                    2014           ERCP                          30-45                  DAP              Gy.cm^2^
  UK NDRL\[[@B35]\]                                    2016           Biliary intervention          43                     DAP              Gy.cm^2^
  14                                                   FT             min                                                                   
  German DRL\[[@B31]\]                                 2013           ERCP                          2500                   DFP              μGy.m^2^
  ARPANSA DRL survey\[[@B62]\]                         ongoing        ERCP/IVR                      Not listed             Reference dose   Gy
                                                       DAP            Gy.cm^2^                                                              
                                                       Frame rate     fr/sec                                                                
                                                       Total frames   number                                                                
  ACC/HRS/NASCI/SCAI/SCCT expert consensus\[[@B63]\]   2018           Cardiovascular intervention   Not listed             Air kerma        Gy
                                                       KAP, DAP       Gy.cm^2^                                                              

ESD: Entrance skin dose; KAP: Kerma-area product; FT: Fluoroscopy time; Dose RP: Dose reference point; DAP: Dose-area product; DFP: Dosis-flächen-produkt (Dose-area product); ERCP: Endoscopic retrograde cholangiopancreatography; DRLs: Diagnostic reference levels; ESGE: European society of gastrointestinal endoscopy; ASGE: American society for gastrointestinal endoscopy.

Presently, although endoscopists can use the available guidelines for ERCP to assess the procedural indication, the ordinal PEP rate, the perforation rate and the cannulation rate as quality indicators\[[@B1]\], most endoscopists cannot determine how much radiation exposure actually occurs during ERCP or determine the proper level of radiation exposure for a specific procedure. Thus, radiation exposure is an important quality indicator that requires further investigation due to the issues discussed in the following sections.

INCREASING MEDICAL RADIATION AND ITS ADVERSE EVENTS
===================================================

To understand medical radiation exposure, it is first necessary to understand the background and current status of medical radiation. Ionizing radiation has contributed to medical innovations since its discovery, including methods such as X-ray, fluoroscopy, computed tomography (CT), scintigraphy and radiotherapy, and the use of these procedures has recently increased due to increasing demand. On the other hand, we have recognized the adverse effects of medical radiation, which have been reported since approximately 2000.

The National Council of Radiation Protection and Measurements reported that the annual medical radiation exposure in the United States general population had increased from 15% in the early 1980s to 48% in 2006\[[@B26]\]. Similarly, the United Nations Scientific Committee on the Effects of Atomic Radiation reported that medical radiation is increasing with the progression of medical care worldwide, and the number of medical units is growing, as represented by CT and other diagnostic procedures\[[@B7]\]. Consequently, we are concerned about the adverse effects of radiation related to increasing medical radiation exposure.

The adverse effects of radiation are mainly divided into two types: deterministic risks and stochastic risks. The former category incorporates the threshold dose, as represented by skin injury\[[@B27]\]. The Food and Drug Administration stated that the typical threshold for the absorbed radiation dose is 2 Gy\[[@B28]\], and the ICRP recommends that the maximum cumulative absorbed dose for repeated procedures should be 1 Gy\[[@B29]\]. The latter risk category is related to the amount of total radiation exposure (linear no-threshold model), as represented by the cancer risk\[[@B6]\]. A total radiation exposure of 1 Sv is estimated to carry a 5% lifetime risk of cancer\[[@B12]\]. We should minimize both risks by understanding the threshold, the limit dose and the cumulative dose used for each patient.

UNDERSTANDING THE DRL AND MANAGING RADIATION EXPOSURE DURING ERCP
=================================================================

To understand the radiation dose actually used and determine whether the dose is high in each procedure, we must set a reference level. This concept is precisely encompassed by DRLs, which serve as the current quality indicators for ERCP. The concept of DRLs was introduced by ICRP 73\[[@B9]\] in 1996, and concrete numerical levels were set by ICRP 103 in 2007\[[@B8]\]. Currently, DRLs are the global standards for all procedures that use ionizing radiation, and DRLs have been determined for almost all diagnostic procedures. Every procedure utilizing X-ray, CT or scintigraphy has been updated in each region\[[@B30]-[@B35]\].

Detailed DRLs have been established for therapeutic image-guided procedures, such as percutaneous coronary intervention and interventional radiology, but not for endoscopic procedures, including ERCP (Table [1](#T1){ref-type="table"}). Generally, DRLs are set by the 75th percentile value and are determined from a large amount of radiation dose data for each procedure\[[@B11]\]. However, therapeutic interventions have objectives and outcomes that differ from those of diagnostic procedures.

Procedural variations, including variations in procedure time, fluoroscopy time and radiation dose, can result in a wide range of values\[[@B36]\], and a single DRL has not yet been established for ERCP because each DRL is designated for an individual CT location, such as the head, spine, chest or abdomen. Therefore, a sufficient amount of data and an applicable, simple classification scheme are necessary to set the DRL for ERCP.

IMAGE-GUIDED PROCEDURES: HOW SHOULD THEIR COMPLEXITY BE APPROACHED?
===================================================================

An applicable classification scheme for the wide range of established DRLs seems to be necessary. In German DRLs, the angio-therapy classification divides aneurism treatment into three locations: the thoracic artery, the infrarenal artery and the suprarenal abdominal aorta. Similarly, percutaneous transluminal angioplasties are divided into three locations: the pelvis, the thigh with the knee and the lower leg with the foot\[[@B31]\]. Hence, simply dividing the procedure into three or four classifications may be preferable for ERCP\[[@B37]\]. We also previously reported a simple classification based on disease site (common bile duct stones, proximal malignant biliary obstruction, distal malignant biliary obstruction and other). Consequently, different classifications result in clearly divided outcomes and may be helpful for accurately determining DRLs\[[@B36]\].

Image-guided procedures such as ERCP present another problem in determining DRLs. ERCP inherently requires fluoroscopy and characteristically includes both standard radiography and cineradiography, which utilizes rapidly changing levels of radiation exposure. The moment-to-moment dynamic outcomes are generally explained by the following four fundamental factors: (1) magnification; (2) frame rate; (3) focus area and (4) moving field of view. These four factors automatically change the output from moment to moment. The flexibility of fluoroscopy makes it difficult to predict the final exposure level from the initial settings, in contrast to roentgenography or CT. Consequently, there are many difficulties in this field, and the ICRP has characterized image-guided procedures by their complexity\[[@B12]\]. We must be aware of the inherent nature of ERCP when evaluating the data and establishing appropriate DRLs.

MEASURES OF RADIATION EXPOSURE FOR FLUOROSCOPIC PROCEDURES
==========================================================

Dose metrics and units for radiation exposure in medical imaging modalities such as radiography, CT and fluoroscopy have been systematically defined by international organizations\[[@B11],[@B38]\] and are used globally in the management of patient radiation doses. Among these metrics, those used in fluoroscopy are more diverse because of the wide variety of clinical applications; in addition, dose metrics and units have not been clearly specified for some fluoroscopic procedures. Consequently, various DRLs and guidelines use varying dose metrics and units, which results in confusion for endoscopists (Table [1](#T1){ref-type="table"}). Moreover, there are many definitions of the relevant measures, which present difficulty for endoscopists who are not familiar with these definitions.

The ESGE refers to ESD in mGy and KAP in Gy.cm^2^, while the ASGE refers only to radiation dose and fluoroscopy time without providing numerical levels\[[@B1],[@B2]\]. Faigel\[[@B39]\] and his colleagues\[[@B40]\] reported fluoroscopy time, dose-area product (DAP) in μGy.m^2^ and dose reference point (dose RP) in mGy. Among the radiological societies, only the European Commission reported the radiation dose of ERCP as DAP in Gy.cm^2\[30\]^, and the German DRL was provided as the Dosis-flächen-produkt (DFP, or dose-area product) in μGy.m^2\[31\]^. In the field of interventional radiology, the Japanese DRL provides the dose rate in mGy/min\[[@B32]\], the UK National DRL is presented as the DAP in Gy.cm^2^ and the American College of Cardiology expert consensus uses air kerma in Gy and DAP with KAP in Gy.cm^2\[41\]^. Therefore, establishing a uniform measurement among the medical societies might be the first step in establishing DRLs, which represent the next quality indicators for ERCP.

FACTORS INFLUENCING THE RADIATION DOSE
======================================

The total radiation dose (ESD, air kerma or dose RP) is approximated by the integrated value of fluoroscopy time, dose per frame and frame rate, as shown in Figure [1](#F1){ref-type="fig"}. Several factors affecting the radiation dose during image-guided procedures have been reported. For example, high-volume endoscopists can achieve lower radiation exposure\[[@B42]-[@B45]\]. In addition, brief educational program for endoscopists or a flashing warning light in the fluoroscopy unit can be effective for reducing radiation exposure\[[@B46],[@B47]\] because fluoroscopy time is related to radiation exposure\[[@B40],[@B48]\]. With regard to the fluoroscopy unit, pulsation, static fluoroscopy, C-arm, low pulse rate and the distance between the monitor and the endoscope can help to reduce the total radiation dose\[[@B19],[@B49]-[@B54]\].

![A model of the approximate calculation for total radiation dose during fluoroscopy and the relationships among the influencing factors. Total Dose = 1Dose Rate × 2Fluoroscopy Time; 1Dose Rate = 3Dose/Frame × 4Frame Rate. Here, total dose indicates the air kerma, entrance skin dose or radiation dose. Dose-area product/kerma-area product is not applied. Technically, the total dose must be added from standard radiography and cineradiography.](WJCC-6-1087-g001){#F1}

Recently, some image-enhancing technologies, centre volume and local DRL guidelines have also been shown to influence the total radiation dose delivered to patients\[[@B36],[@B55]-[@B58]\]. The simplest and most effective ways to reduce the total radiation dose are: (1) using a low frame rate; (2) using low magnification and (3) employing a short fluoroscopy time. A lower frame rate can reduce the dose per second, which impairs the image quality, resulting in a jumpy image or an afterimage. Similarly, lower magnification reduces the dose per frame but also results in lower spatial resolution. These two factors must be considered according to the ALARA principle. A better processing engine, such as a graphics processing unit, can help this problem. Finally, fluoroscopy time is strongly associated with the procedure time and the difficulty of the procedure\[[@B59],[@B60]\]. Fluoroscopy time is often managed by the operators according to their preferences, but communicating the need for caution or providing education to operators can improve the fluoroscopy time and radiation exposure\[[@B46],[@B47],[@B61]\].

PERSPECTIVES
============

We need to set DRLs for all fluoroscopic procedures in the gastrointestinal field, including ERCP, interventional endoscopic ultrasound, balloon-assisted enteroscopy, enteral stenting and ileus tubing. Consequently, endoscopists will know how much radiation to use and whether the delivered radiation level is higher or lower than the reference level. Then, we will be able to discuss how to manage medical radiation in fluoroscopic procedures. Developing DRLs will help us to protect not only patients but also medical staff and endoscopists in the fluoroscopy unit.
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